From: 

Sent: 

To: 

Subject: 


Morrison, Cathleen (POL) 

Friday, October 26, 2012 2:28 PM 
Hanchett, James (DPH) 

FW: Amherst lab-quote from Caley and Whit 


Fli Jim-is this accurate? 


From: Ed Pieroni fmailto:eDieroni@calevwhitmore.com1 
Sent: Friday, October 26, 2012 12:45 PM 
To: Morrison, Cathleen (POL) 

Subject: RE: Amherst lab-quote from Caley and Whit 

Hi Cathleen, 

Our records show 10-balances, 4 centrifuges & 8 microscopes in Amherst. We can perform calibration/certifications for 
these units @ $1825.00. If you have other items or increased quantities of those mentioned, please let me know and I 
will requote. 

Ed Pieroni 
President 

Caley & Whitmore Corporation 
18 Highland Avenue 
Somerville, MA 02143 
(617) 623-7430 
epieroni@calevwhitmore.com 


From: Morrison, Cathleen (POL) fmailto:cathleen.morrison@state.ma.usi 
Sent: Friday, October 26, 2012 7:56 AM 
To: epieroni@calevwhitmore.com 
Cc: Hanchett, James (DPH); Brooks, Nancy (POL) 

Subject: Amherst lab-quote from Caley and Whit 


Hi Ed-we are looking to get a quote for a visit to the Amherst lab-we would like you to do all of the equipment, including 
the balances (which are normally done in June) to get everything on the same cycle moving forward and only requiring 
one visit. 

With the quote then I can get the PO-they are due to be checked in December-let me know if you need a list on our end- 

thank you 

Cathleen 
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